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1. SCOPE 
 
This document defines the required service configurations for the LP15 V4 product only. 
 

2. ORGANIZATION OF THIS DOCUMENT 
Section 3 references the existing service configurations for the product. 
Section 4 defines the product change, with a reference to the change order, and provides detailed part numbers 
of what changed. 
Section 5 defines the new service configurations as a result of the change described in section 4. 
Section 6 outlines instructions for using the configuration tables. 
Section 7 outlines parts and service kit use. 
Section 8 provides a reference to the BOM that contains the list of parts that drives the service configurations for 
this product. 
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3. PREVIOUS SERVICE CONFIGURATIONS 

Service Configurations are documented in prior versions of this document, 3339994. 

Note: See Section 4.0 Product Change(s) for a summary of all product changes by revision level.  

4. PRODUCT CHANGE(S) 

Refer to Change Order 1312470 which released new software 3308045-203. 

5. NEW SERVICE CONFIGURATIONS 

With these changes the number of primary service configurations are listed below. Different permutations of multiple types of system board, therapy board, cap discharge board, and 
power board. SW, OEM, and Interface PCBAs are the same across all configurations. 

6. CONFIGURATION TABLE INSTRUCTIONS 

6.1 Identify the part to be replaced. 
6.2 Identify the current replacement part. 
6.3 Determine if the current replacement part is affected by service configuration. 
6.4 If affected, identify part numbers for other parts listed on the service configuration. 
6.5 Identify what other parts must be replaced to ensure compatibility between replacement parts and other parts in the device. 
6.6 If only the faulty component is different, no other parts need to be replaced. If other parts are different, they must be replaced with an approved part per the service 
configuration. 

 

Service Configurations 
 

Configuration Type Software System Control 
PCBA Therapy PCBA Cap Discharge 

PCBA Power PCBA OEM PCBA Interface PCBA 

V4 Non-ROHS 

 

  

3308045-111 

 

 

3311580-008 

3337618-000 

3342432-000 

3311744-011 

3311744-012 

3314519-001 

3314519-002 

 

3317233-000 

3336515-000 

 

3317232-000 

3317231-001 

3317231-002 

3347646-000 

V4 ROHS 3308045-203 3350193-002 3341892-002 3341889-000 3341904-001 3341901-001 3341898-004 
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7. PARTS AND SERVICE KIT MAPPING 
 

PCBA Part Number for Service 
Repair Kit for PCBA 

Catalog Number for 
Service Repair Kit for 

PCBA 
Notes 

V4 System PCBA with old SBC 
3311580-008 

3305431-032 40577-000031 PCBA has EOL part. Once PCBA is no longer available use 
3305431-538. 

V4 System PCBA with new SBC 
3337618-000 

3305431-533 40577-000048 PCBA has EOL part. Once PCBA is no longer available use 
3305431-538. 

V4 System PCBA with new RTC 
3342432-000 

3305431-538 40577-000053 
This was created for Software Block 1 but was rolled back to the 
3342432-000 System Board since the SWB1 changes were pulled 
back from production. 

V4 Therapy PCBA 
3311744-012 

3305431-535 40577-000050  

V4 Power PCBA 
3317233-000 

3305431-530 40577-000043 PCBA production has stopped.  Use up existing kits and then use 
3305431-537. 

V4 Power PCBA 
3336515-000 

3305431-534 40577-000049 
This was created for Software Block 1 but was rolled back to the 
3336515-000 Power Board since the SWB1 changes were pulled 
back from production 

V4 OEM PCBA 
3317232-000 

3305431-528 40577-000041  

V4 Interface PCBA 
3317231-001 

3305431-529 40577-000042 PCBA has EOL part. Once PCBA is no longer available use 
3305431-547. 

V4 Interface PCBA 
3317231-002 

3305431-547 40577-000062 Upgrades Bluetooth from 2.0 to 4.2 

 

8. REFERENCE TO PARTS BOM 

 
Parts that would cause a change to the LP15 V4 Service Configurations are included in 3339994-000. 
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